
Using the Multiwise Adapter 

Using the Multiwise Adapter Mk 2 
(User Guide Ver 1.3) 

 
Every Wisepill pillbox is shipped with a lithium battery. The batteries can be charged inside the pillbox by 
simply using a USB charger and the cable provided. In some cases however, it is more convenient to charge the 
battery outside of the pillbox. The Multwise Adapter allows one to charge 4 batteries simultaneously, outside 
of the pillboxes. The Multiwise Adapter also indicates the battery voltage level. 
 

The kit contains the following: 
 

• Multiwise Adapter  
• USB Charger rated at 2.1 Amps (10 Watts) 
• USB cable 
• Fireproof charging bag. 

 

Using the Multiwise Adapter to determine a battery’s voltage level 
 

• To measure the battery level, the USB charger is not required. 
• Plug the battery into one of the four battery connectors on the adapter. 
• The voltage level will be displayed for each battery. 
• See the Battery Level Key on the Adapter to interpret the battery level. 

 

Using the Multiwise Adapter to charge a battery 
 

• Connect the USB Charger to a suitable mains supply. 
• Connect the USB cable from the Charger to the Multiwise Adapter. 
• Plug in the batteries that you wish to charge into one on the 4 battery connectors. 
• The battery indicator will light while the battery is charging. 
• Place the batteries and the Wisepill Adapter into the Fireproof Charging Bag. 
• Once charging is complete the battery level will be green and the battery indicator light will be off. 
• IMPORTANT: When charging batteries it is important to refer to the Wisepill Battery Safety 

Guidelines:  (https://www.wisepill.com/s/Wisepill-Technologies-Battery-Safety.pdf) 
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